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The  beginning  of  biological  Investigations  of  th6 
air  was  founded  in  the  middle  of  the  past  century  by  Pas¬ 
teur.  Since  that  time,  dozens  of  various  apparatuses  add 
methods  for  study  of  airborne  micrpflora  have  been  propo¬ 
sed.  The  intensive  development  and  perfecting  cf  the  me¬ 
thods  of  investigation  were  closely  connected  with  defini¬ 
te  periods  of  intensive  study  of  the  microflora  of  atmos¬ 
pheric  air,  air  of  living  and  hospital  quarters  as  well  as 
of  artificial  bacterial  aerosols.  The  latter  are  utilized 
more  and  more  for  determination  of  the  effectiveness  of  va¬ 
rious  means  and  methods  of  disinfecting  the  air  and  for  the 
study  of  the  epidemiology  and  pathogenesis  of  aerial  infec¬ 
tions. 

The  presence  of  a  large  number  of  methods  testifies 
to  the  absence  of  a  single  satisfactory  method  as  well  as 
to  the  possibility  for  applying  various  methods  for  a  diffe¬ 
rentiated  approach  to  the  study  of  bacterial  aeroplankton 
with  consideration  of  its  colloid-chemical  state  (drop  and 
dust  phase)  and  dispersity.  It  is  necessary  to  note  that 
all  pfthe  methods  of  collecting  are  based  on  the  physical  and 
hnd  colloid-chemical  properties  of  bacteria  suspended  in  the 
air  and,  as  a  rule,  do  not  differ  from  the  method  of  aero¬ 
sol  catching.  The  only  difference  in  principle  is  that  in 
catching  bacteria  and  viruses  it  is  necessary  to  preserve 


their  viability.  „ 

After  publication  of  the  monograph  of  Shafir  in  1945 
many  reports  appeared  on  new  apparatuses  and  methods  of  in¬ 
vestigating  airborne  microflora  and  thqir  refinements.  The 
refor? »  the  aim  of  this  survey  is  to  illuminate  the  modern 
methods  of  investigation  of  the  air,  proposed  mainly  during 
the  past  10-15  years.  The  earlier  proposed  methods  of  in¬ 
vestigation  are  described  only  when  they  still  find  appli¬ 
cation  today  (these  me l^o £s  are  well  described  in  the  Sha¬ 
fir  monograph.  1 

•  ' ” ' .  ./All  of  the  methods  of  bacteriological  investigation 
of  the  air  pja^  10  divided  into  several  groups,  depending  on 
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the  principle  of  e  lecting  the  migroorganisms . 

1*  Qualitative  Methods 

Ai  Method  of  Precipitation  (sedimentation) 

B.  fastening  Microorganisms  to  a  Solid  Media 
2.  Quantitative  Methods 

A.  Catching  Microorganisms  on  a  Solid  Medium 

a)  centrifugation 

b)  slit  method 

c)  the  "funnel"  and  "sieve"  method 

d)  electroprecipitation 

e)  thermoprecipitation 

B.  Aspiration  Through  Liquid  Media 

a)  percolation  (blown  through) 

b)  dispersion  of  the  liquid  (adsorption  on  drops) 

C.  Filtration 

a)  fibrous  tissues 

b)  membranous  filters 

c)  solvent  filters 

The  qualitative  methods  of  investigation  do  not  allow 
one  to  determine  the  content  of  microorganisms  in  the  unit 
of  air  volume,  while  by  means  of  aspirational  (quantitative) 
methods  the  number  of  bacteria  in  a  definite  air  volume  can 
be  determined.  Further  description  of  the  methods  will  be 
conducted  according  to  the  diagram  above. 

1.  Qualitative  Methods 

The  method  of  sedimehation,  proposed  by  Moch  in  the 
last  century,  is  the  simplest  method  of  air  investigate  and 
therefore,  despite  its  shortcomings,  is  utilized  to  this  day. 
The  seeding  is  performed  on  open  Petri  dishes  with  solid  nu¬ 
trient  medium.  The  microflora  of  the  air,  under  gravitational 
attraction,  settles  on  the  surface  of  the  nutrient  media  or 
is  attached  to  it  by  air  currents.  In  subsequent  incubaton, 
the  viable  microorganisms  form  colonies  on  the  nutrient  me¬ 
dium. 

By  means  of  the  precipitation  method  it  is  not  possi¬ 
ble  to  determine  the  number  of  microorganisms  in  a  definite 
air  volume,  since  recounting  according  to  Qmelyanskiy  ( on  an 
area  of  100  cm2  during  5  minutes  the  quantity  of  bacteria 
contained  in  10.1  of  the  air  precipitates)  does  not  give  a 
sufficiently  accurate  quantitative  plctUE  even  for  the  air 
of  enclosed  spaces.  As  far  as  investigate  of  atmospheric 
air  is  concerned,  recalculations  according  to  Omelyanskiy  are 
ab^clutely  unu£f$tyUt  since  the  fixing  action  tf  air  currents 
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is  the  basic  factor  which  conditions  the  degree  of  seeding 
of  Petri  dishes  with  bacteria.  By  means  of  the  method  of 
precipitation,  furthermore,  the  finely  dispersed  fractions 
of  a  b&ctefial  aerosol  are  poorly  cdught.  Therefore,  the 
method  of  precipitation  may  be  utilized  only  for  qualitative 
characteristics  of  air  mictofldna •  furthermore,  it  is  neces- 
cary  to  consider  that  mostly  those  microorganisms  are  caught 
which  are  connected  with  large  dust  particles. 

At  present,  the  precipitation  method,  is  rather  widely 
applied  for  investigation  of  artificial  bacterial  aerosoles, 
created  in  experimental  chambers  in  a  study  of  various  me¬ 
thods  of  air  disinfection. 

The  aeromicrobiological  fixative  of  Matveyev  is  based 
on  the  fixing  of  bacteria  by  an  air  current  to  a  nutrisnt  me¬ 
dium.  in  this  method,  the  Petri  dish  is  placed  at  an  angle 
of  45°  in  a  mobile  basket  together  with  a  vane.  With  a 
change  of  wind  direction,  the  Petri  dish  turns,  presenting 
the  agar  surface  towards  it. 

Stoyanovskiy  and  Reva  proposed  an  apparatus  which  con¬ 
sist  of  a  funnel  and  a  tube  into  which  the  Petri  dish  is 
placed.  Samples  are  taken  while  an  automobile  moves,  so  that 
the  air  strikes  the  surface  of  the  nutrient  medium  with  con¬ 
siderable  velocity. 

lelly,  Pady  and  Polunin  utilized  an  analogous  prin¬ 
ciple  for  investigation  of  air  microflora  from  an  airplane. 

In  the  aerocentrifuge  of  Rechmenskiy,  the  blades  of  the  ven¬ 
tilator  are  replaced  by  a  plexiglas  disc  on  which  it  is  pos¬ 
sible  to  fix  1  to  4  tubes  with  cellophane  plates,  covered 
with  vaseline  oil.  When  the  disc  rotates,  the  bacterial 
particles  are  glued  to  the  plate,  after  which  seeding  by 
means  of  impression  is  performed.  The  apparatus  serves  for 
pbe  qualitative  determination  of  pyogenic  flora  in  hospitals. 

In  the  rotator  of  Cvetanovic,  the  dish  is  placed  in¬ 
side  a  tube,  with  a  diameter  of  4  or  8  cm,  which  has  a  spe¬ 
cial  handle.  By  means  of  this  handle,  the  apparatus  is  ro¬ 
tated  so  that  the  air  current  strikes  the  surface  of  the 
dish.  In  the  apparatus  of  Vasil'yev,  the  Petri  dish  is  pla¬ 
ced  at  the  bottom  of  a  cone  with  ventilator  blades,  which 
is  brought  into  motion  manually  and  which  directs  the  air 
current  to  the  dish. 

All  of  the  enumerated  methods  can  give  an  idea  only  o 
of  the  qualitative  composition  of  air  microflopa  and  mostly 
of  microorganisms  connected  with  large  dust  particles. 

These  devices,  with  exception  of  the  aerocentrifuge 
of  Rechmenskiy,  are  designed  for  the  investigation  of  air 
in  the  absence  of  more  sophisticated  devices  or  in  the  ab¬ 
sence  of  electrical  energy. 
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2.  Quantitative  Methods 

The  apparatuses  which  Catch  bacteria  on  a  solid  nu¬ 
trient  medium  have  the  f fallowing  fedVhhtages: 

1)  seeding  of  the  air  on  the  medium  is  performed  at  the 
time  of  sample  talcing* 

2)  large  volumes  of  air  are  rather  quickly  removed  {ex¬ 
cept  the  thermo precipitator) ,  and, 

3)  parallel  seedings  give  rather  similar  results. 

The  disadvantages  of  this  group  of  methods  are  the 
need  to  have  a  set  of  media  on  the  object  under  investigation, 
the  impossibility  of  isolating  the  filtrable  viruses  and  ric- 
Icettsia,  as  well  as  the  fact  that  in  seeding  of  one  particle 
or  drop  which  contains  several  bacteria,  one  colony  grows  and, 
thus,  the  indexes  of  the  seeding  content  of  the  air  are  de¬ 
creased. 

To  these  methods  belongs  centrifugation.  The  appara¬ 
tuses  of  Wells  and  Shafir  are  based  on  the  principle  of  uti¬ 
lizing  centrifugal  forces  for  catching  bacteria  from  the  air. 
In  the  aerocentrifuge  of  Shafir,  the  investigated  air  enters 
along  a  tube  down  to  the  bottom  of  a  glass  cylinder  the  walls 
of  which  are  covered  with  a  nutrient  medium.  In  fast  rota¬ 
tion  of  the  cylinder  (3,000  rpm) ,  the  particles  containing 
bacteria  are  fixed  to  'the  agar  surface  at  the  time  of  air 
passage  from  the  bottom  to  the  opening  of  the  cylinder. 

For  prevention  of  medium  sliding,  5  percent  agar  is 
used  which  is  poured  into  the  cylinder  in  the  molten  state 
apd  then  placed  into  the  apparatus.  In  fast  rotation,  agar 
fa  evenly  distributed  on  the  walls  of  the  container  and  con¬ 
geals  on  them.  Before  use,  the  cylinder  with  agar  is  dried 
in  a  thermostat.  The  disadvantage  of  the  method  is  the  dif¬ 
ficulty  in  counting  colonies  Inside  the  cylinder  on  the  back¬ 
ground  of  the  opposite  layer  of  agar,  as  well  as  seeding  off 
of  colonies  from  the  cylinder  and  their  differentiation,  since 
the  colonies  are  observed  either  from  below  or  through  the 
layer  of  agar  on  the  opposite  side.  Recently,  Shafir  and  o- 
IJaers,  in  conducting  virological  investigations  of  the  air, 
have  be^n  replacing  the  agar  in  the  cylinder  with  20  ml.  of 
buffer  solution. 

Another  in  this  group  is  the  slit  method.  The  appara¬ 
tuses  based  on  the  slit  method  are,  at  present,  the  most  wi^- 
dely  used  in  the  entire  ^rorld.  It  was  proposed  for  the  firsts 
time  in  England  in  1942  by  Bourdillion,  Lidwell  and  Thomas 
and  was  later  perfected  bjf  Bonrdillion  with  coworkers  and 
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Lidwell.  In  our  country,  the  apparatus  of  Krotov*  finds  wider 
and  wider  use.  In  Polhhd,  the  combined  apparatus  of  Lazowski 
and  Kancelarczyk  has  been  proposed*  in  Rumania,  that  of  Arde- 
lean  with  coworkers  •  in  the  tl§A,  the  apparatus  of  Leoklsh, 
Taylor  and  Hollodey  and  the  slit  apparatuses  of  Decker  and 
Wilson,  as  well  as  of  Pady;  in  Czechoslovakia,  the  apparatu- 
ses  of  Rashka  and  Sh-ipa,  Symona,  Braurova,  Fisher  and  Voto- 
chek:  in  Sweden,  that  of  Laurell  with  co-workers. 

The  Krotov  apparatus,  like  other  apparatuses  of  this 
type,  is  based  on  the  impinging  action  of  the  air  current;  The 
current  of  air,  passing  with  a  velocity  of  15-20  m/sec  through 
a  narrow  wedge-shaped  slit,  strikes  the  medium  surface  in  the 
Petri  dish,  as  a  result  of  which  the  bacteria  are  detained  on 
the  moist  surface  of  the  agar,  placed  2-5  mm  below  the  slit. 
The  Petri  dish  is  placed  on  a  rotating  table,  due  to  which  the 
bacteria  are  rather  evenly  distributed  on  the  surface  of  agar. 
The  slit  apparatuses  are  characterized  by  high  catching  abi¬ 
lity,  since  the  great  velocity  of  the  air  current  fixes  con¬ 
siderable  quantities  of  air  microorganisms  to  the  agar  surfa¬ 
ce,  For  selection  of  air  samples  in  field  conditions,  Pokrov¬ 
skiy,  Kishko  and  Ostranitsa  have  adapted  Krotov  apparatus  for 
work  with  direct  current  from  a  battery.  Under  the  conditions 
of  sample  selection  at  negative  temperatures,  Zuykova  recom¬ 
mends  placing  discs  of  milk  glass  cloth  /?/  in  Petri  dishes 
which  are  lubricated  with  binding  silicone  compounds  (polysi- 
loxane  fluids).  After  taking  the  air  sample  with  the  Krotov 
apparatus,  the  seeding  on  solid  nutrient  medium  is  performed 
by  the  impression  method. 

Let  us  pause  briefly  on  some  modifications  of  slit  ap¬ 
paratuses.  Lidwell  proposed  a  slit  apparatus  for  prolonged 
selection  of  air  samples.  Lazowski  and  Kancelarczyk  proposed 
a  universal  apparatus,  which  can  catch  bacteria  on  a  dense  nu¬ 
trient  faedium  {slit  method)  as  well  as  in  liquids:  furthermo¬ 
re,  the  air  which  passes  out  of  the  apparatus  is  sterilized 
by  means  of  filtration.  Kuehne  and  Decker  erected  a  clock 
mechanism  on  the  portable  apparatus  of  Decker  and  Wilson  with 
regulation  of  one  rotation  of  the  dish  during  1,  2,  5s  a-ud  12 
hours.  In  some  apparatuses  it  is  possible,  aside  from  alter¬ 
nating  current,  to  utilize  the  power  supply  from  batteries. 

The  "funnel”  of  Hollaender  and  Dalla  Valle  is  an  appa¬ 
ratus  in  which  the  Petri  dish  is  placed  under  an  inverted 
funnel.  The  air  drawn  through  the  funnel  seeds  the  surface 
of  the  agar  in  the  dish.  The  apparatus  is  weakly  sensitive, 
since  the  velocity  of  air  current  and,  consequently,  the  im¬ 
pinging  force  are  small.  A  considerable  portion  of  fine 

-"•At  present', 'The*  Kr  asn ogvar d eye t s  Factory  has  started  serial 
production  pf  a  new  portable  model  of  the  Krotov  apparatus, 
which  is  described  by  the  author  in  the  book  Some  Problems  of 
Hygiene  of  Therapeutic  Institutions.  Leningrad,  1957,  50-54. 


■bacterial  particles  and  drops  are  not  detained  on  the  surface 
of  the  agar  and  are  carried  out  by  the  air  current.  In  the 
Berry  apparatus,  the  funnel  method  is  combined  with  the  me¬ 
thod  of  electroprecipitation  -  a  Petri  dish  is  placed  on  an 
electrode,  as  the  result  of  which  the  catching  effectiveness 
increases*  Symoh  proposed  two  apparatuses,  based  on  the 
"funnel"  method  -  turbine  and  double  funnel  aeroscopes.  In 
the  latter  apparatus  the  air,  consecutively  through  two  fun¬ 
nels,  reaches  two  Petri  dishes* 

More  effective  is  this  sieve  method,  proposed  by  Du  Buy 
and  Crisp,  A  Petri  dish  with  the  medium  is  fastened  to  a 
small  apparatus,  in  which  the  incoming  air  passes  through  a 
plate  containing  about  300  openings  with  diameter  of  0.5  mm. 
The  openings  on  the  plate  are  distributed  in  circular  rows, 
due  to  which  the  dish  is  seeded  not  evenly  but  In  the  form  of 
circles  corresponding  to  the  openings  on  the  plate.  At  •'•the 
present  time,  this  method  is  rather  widely  used  in  investi¬ 
gations  of  aerial  spreading  of  infections  in  bacteriological 
and  virological  laboratories.  The  apparatus  of  Sulica  and 
Antal  is  also  based  on  the  sieve  principle. 

In  'the  apparatus  of  Anderson**,  the  sieve  method  is  com¬ 
bined  with  the  method  of  a  cascade  impactor.  The  apparatus 
consists  of  6  steps  on  which  six  Petri  dishes  are  consecuti¬ 
vely  placed.  In  the  upper  step,  the  openings  in  the  sieve- 
plate  there  are  the  largest;  they  gradually  become  smaller 
towards  the  last  step,  so  that  in  aspiration  the  velocity  of 
the  air  current  which  enters  on  the  top  dish  is  smallest  and 
that  on  the  bottom  dish  of  the  apparatus  is  the  greatest. 

As  a  result,  the  largest  bacterial  drops  or  dust  particles 
are  caught  in  the  upper  dishes  of  the  apparatus,  smaller  ones 
on  the  middle  dishes,  and  only  finely-dispersed  fractions  of 
bacterial  aerosol  on  the  lower  dishes.  Thus,  this  apparatus 
serves  not  only  for  catching  microorganisms,  but  also  for  de¬ 
termining  the  dimensions  of  particles  and  drops  of  bacterial 
aerosol. 

Also  based  on  the  impact  principle  is  the  apparatus  of 
Lidwell  which  consists  of  four  steps.  This  apparatus  ena¬ 
bles  one  to  perform  the  selection  of  large  volumes  of  air 
during  a  short  period  and  to  determine  the  correlation  of 
various  fractions  in  an  aerosol. 

The  method  of  electroprecipitation  is  based  on  the  at¬ 
traction  of  charged  bacteria  to  the  surface  of  a  nutrient  me¬ 
dium  in  a  high-voltage  electric  field.  For  this,  Petri  di- 


#1  take  this  opportunity  to  express  my  gratitude  to  Dr.  K. 
Spendlav,  who  kindly  supplied  the  information  regarding  the 
inderson  apparatus. 
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shes  are  placed  on  an  electrode  to  which  high-voltage  dC  is 
applied. 

However,  one  electroprecipitation  does  not  assure  h 
high  degree  of  catching  microorganisms  from  the  air;  there¬ 
fore,  in  all  apparatuses,  the  principle  of  electfoprecipita- 
tion  is  combined  with  one  df  the  methods  of  catchihg  bacte¬ 
ria  on  the  surface  of  a  dense  nutrient  medium,  iie.,  a  Petri 
dish  is  placed  in  the  electric  field  and  the  investigated  air 
is  supplied  to  the  surface  of  the  nutrient  medium.  Thus,  in 
the  apparatus  of  Berry,  the  electroprecipitation  is  combined 
with  the  'funnel”  method;  in  the  apparatuses  of  Thdmpson,  and 
Rechmenslciy,  Rules  and  llesonnae,  with  the  impact  force  of  the 
air  current;  in  the  apparatus  of  Uspensky  and  Lebedev,  with 
the  method  of  precipitation. 

In  the  complex  and  sophisticated  apparatuses  of  Lelcish, 
Taylor  and  Holodey,  Symon,  Binek,  bacteria  are  caught  simul¬ 
taneously  on  two  titer  dishes  which  are  placed  on  the  positi¬ 
vely  and  negatively  charged  electrodes,  Vershigora  proposed 
an  electroprecipitator  in  which  bacterial  particles  and  drops 
are  charged  unlpolarly  (negatively)  by  means  of  a  corona  dis¬ 
charge  and  the  catching  of  the  bacteria  is  performed  on  the 
electrode  which  has  the  opposite  (positive)  charge.  Since 
in  all  such  apparatuses  two  principles  of  microorganisms  - 
catching  act,  they,  as  a  rule,  assure  a  high  degree  of  cat¬ 
ching  microflora  of  the  air. 

The  principle  of  thermoprecipitation  is  based  on  pre¬ 
cipitation  of  particles  from  warmed  air  in  contact  with  a  re¬ 
latively  cool  surface,  which  was  used  by  Kethley,  Gordon  and 
Orr  for  catching  bacteria  from  the  air.  Later,  a  more  perfect 
apparatus  was  created  -  the  thermopositor  (Orr,  Gordon  and 
Kardecki),  in  which  the  investigated  air  passes  between  sur¬ 
faces  heated  to  125°  and  cooled  to  25°.  On  the  latter,  there 
is  located  filter  paper  saturated  with  1.15  percent  agar,  on 
which  bacteria  are  caught.  After  taking  the  air  samples,  the 
paper  is  placed  into  nutrient  agar.  The  'disadvantage  of  the 
apparatus  is  the  low  velocity  of  air  suction  (0.3  1/min)  and 
the  fast  drying  of  the  agar  on  the  filter  paper. 

The  methods  based  on  aspiration  through  liquid  media 
have  the  following  advantates: 

1) .  In  taking  samples  and  in  seeding,  the  bacterial  parti¬ 
cles  or  drops  are  dispersed  and,  thus,  the  number  of  captured 
microorganisms  increases  and  becomes  more  exact; 

2)  the  liquid  may  be  investigated  for  virus  and  rickettsia 
content* 

3)  from  one  volume  of  liquid,  seeding  on  several  dishes 
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with  various  media  may  he  performed  as  well  as  infection  of 
laboratory  animals. 

The  disadvantage  of  this  group  of  methods  is  that  the 
seeding  of  a  small  part  of  the  fluid  in  recalculation  to  1  m3 

of  air  requires  multiplying  by  large  factors,  which  decrea¬ 
ses  the  accuracy  of  investigation;  the  speed  of  sample  taking 

is  considerably  smaller  than  on  solid  media;  In  seeding  of 
the  liquid  on  dense  nutrient  media,  creeping  growth  of  gram- 
positive  bacilli  is  sometimes  observed;  in  negative  tempera¬ 
tures  the  liquid  freezes  quickly  and  these  apparatuses  are 
fragile  (glass). 

The  simplest  method  utilizing  liquid  media  is  the  appa¬ 
ratus  of  D'yakovlev.  It  is  a  cylinder  into  which,  through 
a  stopper,  two  tubes  are  introduced.  One  tube  is  submerged 
in  the  liquid,  the  other  ends  a  little  below  the  stopper. 

The  air  is  sucked  through  the  liquid  by  means  of  an  aspira¬ 
tor.  In  the  modification  of  ililyavskaya,  at  the  end  of  the 
tube,  there  are  15-20  small  openings  in  order  to  break  up  the 
air  current  into  smaller  bubbles  and  by  this  to  increase  the 
surface  of  tis  contact  with  the  liquid.  In  the  capillary  im- 
pinger  of  Roseberry,  the  end  of  the  tube  ends  with  a  capilla¬ 
ry*  serving  the  same  purpose. 

For  choking,  Shafir  utilized  the  Drexel  flask;  Lemon,  the 
Folin  tube  from  the  apparatus  of  Van  Slayk  for  determination 


of  urease;  Cvetanovich,  a  TO  ml 
ed  part  from  a  Libich  s  cooler; 


test  tube;  Fomin,  the  narrow - 
Kiktenko  with  collaborators, 


a  U-shaped  tube  with  a  large  number  of  glass  beads.  After 
taking  the  air  sample,  the  seeding  of  the  fluid  is  performed 
(physiological  solution,  tap  water,  broth)  to  a  solid  nutrient 
media*  Chaykovskly  and  Ugorskiy  utilized  a  "rinser"  in  the 
form  of  a  cylinder  with  a  narrowed  bottom;,  into  which  the 
fluid  which,  by  means  of  rotation,  is  evenly  distributed  on 
the  cylinder’s  surface. 

The  bubbling  apparatus  of  Vershigora  is  a  cylinder  into 
which  are  soldered  two  glass  plates  with  30  openings  in  each. 
Due  to  small  openings  in  the  bubbling  apparatus,  a  high  de¬ 
gree  of  contact  of  the  air  with  the  catching  fluid  is  achieved. 

To  the  methods  which  are  based  on  the  dispersion  of  fluid 
belongs  th§  bacteriocatcher  of  Rechmenskiy,  the  action  of 
which  is  based  on  the  atomization  (dispersion)  of  the  fluid 
by  the  current  of  passing  air  and  the  catching  of  the  bacte¬ 
rial  particles  and  drops  suspended  in  the  air  on  drops  of  the 
liquid.  Into  the  receiver  of  the  apparatus,  sterile  broth 
or  buffer  solution  is  poured,  which  in  samples  taking  is  sucked 
out  of  the  receiver  and  is  dispersed  into  drops  by  the  air- 
current  force. 


These  drops  hit  the  barrier  -  a  glass  strip  -  and  are 
dispersed  into  still  smaller  £rops.  Thus,  in  the  apparatus, 
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a  small  cloud  of  rather  small  drops  is  created  on  which, 
according  to  the  principle  of  adsorption,  bacteria  in  dust 
and  drop  phases  of  bacterial  aerosol  become  caught.  The 
great  advantage  of  the  apparatus  is  its  ability  to  catch  the 
very  small  and  fine  bacterial  drops  which  are  poorly  caught 
by  other  apparatuses. 

The  drops  of  the  fluid  are  detained  on  the  walls  of  the 
apparatus  and  flow  back  into  the  receiver.  After  sample  taking, 
seeding  (on  dense  media)  and  other  investigations  are  per¬ 
formed. 

Lately,  the  apparatus  has  been  successfully  utilized 
for  virological  investigations  of  air  by  Vizitiu  and  Gali- 
keyev.  As  Labinskaya  demonstrated,  the  bacteriocatcher  of 
Rechmenskiy  possesses  high  sensitivity  in  respect  to  capturing 
pathogenic  microflora  in  the  air. 

The  apparatus  of  Moulton,  created  in  accordance  with  the 
same  principle,  is  also  highly  effective.  However,  its  cons¬ 
truction  is  considerably  more  compled.  In  view  of  the  com¬ 
plexity  of  its  construction  and  the  difficulty  of  working 
with  it,  the  apparatus  of  Moulton  did  not  find  wide  applica¬ 
tion.  Later  the  apparatus  was  simplified  by  Albercht,  who 
aseembled  it  from  three  removable  glass  parts;  however,  the 
apparatus  remained  rather  complicated. 

The  methods  based  on  filtration  of  the  air  have  the  fol¬ 
lowing  advantages; 

1)  they  are  applicable  to  bacteriological  investigations 
of  the  air  in  negative  temperatures; 

2)  possibility  of  performing  seedings  on  media  through  va¬ 
rious  time  Intervals  after  sample  taking; 

3)  relative  speed  of  sample  taking; 

4)  its  usability  in  separate  cases  for  virological  inves¬ 
tigations  of  the  air. 

Advantages  and  drawbacks  belong  to  the  various  filters 
that  correspond  to  those  in  the  methods  of  catching  aerial 
bacteria  on  dense  or  liquid  nutrient  media.  Thus,  the  disad¬ 
vantages  of  fir  bus  and  dissolving  filters  have  much  in  com¬ 
mon  with  the  disadvantages  of  methods  of  catching  on  liquid 
media,  while  in  membranous  filters  they  are  close  to  the  dis¬ 
advantages  of  the  methods  of  catching  bacteria  on  dense  nu¬ 
trient  media. 

fibrous  filters  have  been  used  for  a  long  time  in  bac¬ 
teriological  investigation  of  the  air.  Cotton  filters  were 
utilized  before  by  Frankland  and  Mats,  Glass  wool  filters 
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were  usecl. by  Mats.  For  this  goal,  Nasledysheva  and  Miroshni- 
kova  utilized  paper  filters,  which!  after  taking  the  air  sam¬ 
ple,  were  softened  in  water*  Nakhihson,  Katsnel'son  and  Go¬ 
rodetskiy  propose  a  cartridge  with  six  layers  of  gauze,  which 
is  later  washed  off  with  physiological  solution.  Besson  and 
others  utilized  paper-asbestos  filters  in  an  invest igation  of 
the  micro flora  of  Paris,  and  Torloni  and  B  rzzani  used  Matt- 
man  filter  paper  Nos  40  and  42.  n 


A  simple  method  of  investigation  was  proposed  by  Zuba¬ 
rev,  Into  a  metallic  adapter,  a  loose  piece  of  hygroscopic 

cotton  is  placed  and  sterilized  in  this  state.  The  taking 
of  air  samples  may  be  performed  with  any  aspirator.  The  au¬ 
thor  recommends  using  a  manual  pump  with  a  capacity  of  one 
liter,  which  alloes  applying  this  method  under  conditions 
where  there  is  no  electrical  energy.  After  taking  air  sam¬ 
ples,  the  cotton  is  washed  off  in  2-3  portions  of  physiologi- 
cal  solution  and  the  obtained  suspension  is  seeded  on  mem¬ 
branous  filters.  For  investigation  of  air  microflora  from 
airplanes,  Skrzhiskaya  utilized  filters  of  Japanese  filter 

paper,  and  Kelly,  Pady  and  Polunin  used  filters  of  glass 
wool. 

Fibrous  filters  retain  considerable  quantities  of  aerial 
bacteria.  However,  it  is  not  possible  to  wash  off  all  bac¬ 
teria  adsorbed  by  the  fibers;  therefore,  a  considerable  part 
of  bacteria  caught  by  the  filters  is  not  determined  in  seed¬ 
ing  on  dense  nutrient  media.  Besides,  getting  separate  fi¬ 
bers  in  subsequent  seeding  on  the  surface  of  membranous  fil¬ 
ters  or  agar  leads  to  multiplication  of  bacteria  along  the 
fibers,  which  frequently  conditions  the  total  growth. 

Membranous  filters  were  utilized  for  the  first  time  for 
bacteriological  investigation  of  air  in  1937  by  Reznik  and 
later  were  used  by  Korehak-Chepurkovskaya  (1941 )  and  Milyav- 
skaya  (1947).  Abroad,  the  membranous  filters  were  utilized 
for  this  purpose  later  -  in  Germany  in  1943  by  Krause,  and 
in  1957  by  Albrecht,  in  1953  in  the  USA  by  Goetz,  and  in  1955 
by  Sery  and  Gizovo  in  Czechoslovakia.  The  principle  of  catch¬ 
ing  consists  in  detaining  the  bacteria  suspended  in  the  air 
in  narrow  passages  of  the  filter  and  in  subsequent  seeding 
of  membranous  filters  on  a  nutrient  medium.  Some  authors 
feel  that  the  electric  charge  which  forms  on  the  surface  of 
the  membranous  filter  when  air  passes  through  it  plays  a 
greater  role  in  detaining  particles  and  aerosol  drops. 

Before  use,  the  membranous  filters  are  sterilized  by  bo 
boiling  two  times  for  15  min.  each,  and  then  are  dried  in  a 
thermostat  in  a  sterile  Petri  dish  between  two  layers  of 
filter  paper  for  24  hours.  For  air  investigation,  membra¬ 
nous  filters  Nos  2,  3  and  4  of  the  Mytishchenskoy  Membranous 
Filters  Factory  are  used. 
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These  filters  are  designed  for  bacteriological  invest¬ 
igation  of  water  and  possess  rather  low  air- conductance; 
therefore,  for  taking  air  samples,  rather  powerful  air  blow¬ 
ers  are  necessary,  in  taking  samples  of  atmospheric  air, 
membranous  filters  should  be  guarded  against  liquids  (rain, 
snow,  condensed  water)  since  a  wet  membranous  filter  is  prac¬ 
tically  airtight* 

In  the  apparatus  proposed  by  Gal' per  and  Ruban  for 
catching  pathogenic  bacteria  and  filtrable  viruses  from  the 
air,  membranous  filters  ahd  the  Dyakonov  apparatus  are  com¬ 
bined,  The  authors  feel  th&t  bacteria  are  detained  oh  the 
surface  of  a  membranous  filter  at  the  time  when  viruses  pe¬ 
netrate  through  the  membranous  filters  and  are  detained  in 
the  liquid  of  the  Dyakonov  apparatus.  The  air  aspiration 
is  performed  by  means  of  an  automobile  engine, 

,  tfater- soluble  filters  have  been  widely  developed  during 
the  past  few  yearsi  Mitchell  and  collaborators  proposed  ana 

perfected  filters  of  soluble  gelatin  foam,  Kajiwara  and  Sa- 
mori  and  later  Vanini  developed  and  perfected  filters  of 
sodium  glutamate,  Richards  of  sodium  alginate  and  Hammond  of 
ammonium  alginate. 

In  cur  country,  methods  of  preparing  soluble  filters 
of  gelatin  foam  were  developed  by  Vershigora.  Filters  of 
this  type  differ  in  principle  from  those  in  use  in  the  past 
century  made  of  soluble  salt  (Na2S04,  NaCl,  MgS04)  and  sugar 
in  that  they  do  not  induce  a  sharp  increase  of  osmotic  pres¬ 
sure  when  dissolving  in  water,  i.e.,  they  do  not  induce  a 
toxic  influence  on  microorganisms  caught  from  the  air. 

After  taking  air  samples,  the  filters  are  dissolved  in 
a  definite  volume  of  sterile  water  or  physiological  solution. 
All  further  investigations  are  conducted  in  the  same  way  as 
in  catching  microorganisms  in  liquid.  The  positive  aspect 
of  soluble  filters  is  the  possibility  of  utilizing  them  for 
virological  investigations  of  the  air  (Rechmenskly,  Mitchenk), 
as  well  as  of  conducting  bacteriological  investigations  of  the 
air  in  negative  temperatures. 

It  should  be  stressed  in  conclusion  that  the  number  of 
methods  utilized  for  bacteriological  investigation  of  the 
air  is  rather  large  and  continues  to  Increase  with  each  year, 
vfith  a  consideration  of  positive  properties  and  disadvantages 
of  various  methods,  this  lets  one  select  the  most  convenient 
and  effective  method  for  this  of  that  investigation. 

It  was  established  on  the  basis  of  a  comparative  study 
of  a  number  of  methods  that  the  most  effective  apparatuses 
for  bacteriological  investigation  of  the  air  of  buildings 
(dust  phase  of  aerosol)  are  the  bacteriocatcher  of  Rechmcns- 
kiy  and  the  Krotov  apparatus  (Vlodavets), 

Then,  in  order  of  decreasing  effectiveness  of  catching, 
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follow  the  membranous  filters,  the  apparatus  of  D'yakonov, 
the  aero centrifuge  of  Shafir  and  the  method  of  Zubarev. 

The  bacteriocatcher  of  Rechmenskiy  is  more  suitable  for 
discovery  and  isolation  of  pathogenic  bacteria  and  viruses 
from  the  air.  iFor  conducting  standard  hygienic  investiga¬ 
tions  of  the  air  (determination  of  general  bacterial  seeding 
and  content  of  sanitaryr indicating  microorganisms)  it  is  pos¬ 
sible  to  use  the  Krotov  apparatus.  Por  investigation  of 
the  air  at  negative'  temperatures,  the  most  useful  are  membra¬ 
nous  filters  which  are  pot  subject  to  the  influence  of  low 
temperaturosi  Under  experimental  Conditions  the  Viruses  dis¬ 
persed  in  the  air  may  be  caught  in  a  liquid  medium  by  means 
of  the  bacteriocatcher  of  Rechmenskiy,  the  aerocentrifuge  of 
Shafir,  the  apparatus  of  D'ya^onov  as  well  as  by  means  of 
water-soluble  filters  and,  in  particular,  filters  of  gelatine 
foam. 

It  should  be  kept  in  mind  that  drops  and  dust  particles 
of  various  dimensions  are  not  caught  by  different  apparatu¬ 
ses  in  the  same  degree.  Besides,  the  dust  and  drop  phases  of 
bacterial  aerosol  are  also  caught  differently  by  different 
apparatuses.  As  a  rule,  the  finely  dispersed  fraction  of 
bacterial  aerosol  in  the  drop  phase  is  less  readily  captured 
than  is  the  large-dispersed.  These  differences  in  the  ef¬ 
fectiveness  of  catching  of  various  phases  and  fractions  of 
bacterial  aerosol  are  mostly  at  the  basis  of  the  differing 
results  which  are  obtained  by  individual  authors  in  evalua¬ 
tions  of  the  catching  ability  of  the  same  apparatuses. 

At  the  present  time,  the  task  of  aeromicrobiology  is 
the  development  of  faster  methods  of  bacteriological  inves¬ 
tigation  of  the  air  and  of  methods  of  isolating  filtrable 
viruses  from  the  air.  Further  perfecting  of  the  available 
methods  of  bacteriological  air  investigation  is  necessary 
and,  in  particular,  the  development  of  effective  methods  of 
investigation  of  atmospheric  air  under  field  conditions  as 
well  as  methods  of  investigation  under  negative  temperatures, 
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